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A. Design Specifications  
1. Size: As per attached list on Page # 2 
2. Name/description of device:  As per attached list on Page # 2 
3. Finish: Mirror/ Satin 
4. Markings:    “Stainless” “ Pakistan” “CE” & as per 

customer demand, if any 

5. Intended Use:  Non Sterile Single Use devices to be used 

in medical 

6. Master Samples/illustrations: 
Note: If customer or any regulatory authority  

requires a copy of this document, master samples 

may not be submitted with the document rather 

illustrations of devices can be submitted. 

Available with QA Manager 

B. Composition Specifications:  

1. Steel Type used:    AISI-410 

2. Steel Specifications: ASTM Standard F-899-20 

Carbon:    0.09 to 0..15 % 

Manganese 1.0% maximum 

Phosphorus: 0.040% maximum 

Sulfur:  0.030% maximum 

Silicon:  1.0% maximum 

Chromium: 11.5 to 13.5% 

Nickle  1.0% maximum 

C. Formulation Specifications  

1. Hardness Required   38 TO 43 HRC 

D. Component Specifications  

1. Components required One part 
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List of Instruments  

S. 

No.  

Item Code  Description  

1 DP SOND 6 DENTAL SOND 

2 DP SOND 8 DENTAL SOND 

3 DP SOND 9 DENTAL SOND 
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Material Test Report  

 
 


